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Nuclear Regulatory Commission § 35.75 

1 NUREG–1556, Vol. 9, ‘‘Consolidated Guid-
ance About Materials Licenses: Program- 
Specific Guidance About Medical Licenses,’’ 
describes methods for calculating doses to 
other individuals and contains tables of ac-
tivities not likely to cause doses exceeding 5 
mSv (0.5 rem). 

(2) Test the source for leakage at in-
tervals not to exceed 6 months or at 
other intervals approved by the Com-
mission or an Agreement State in the 
Sealed Source and Device Registry. 

(c) To satisfy the leak test require-
ments of this section, the licensee shall 
measure the sample so that the leak 
test can detect the presence of 185 Bq 
(0.005 µCi) of radioactive material in 
the sample. 

(d) A licensee shall retain leak test 
records in accordance with § 35.2067(a). 

(e) If the leak test reveals the pres-
ence of 185 Bq (0.005 µCi) or more of re-
movable contamination, the licensee 
shall— 

(1) Immediately withdraw the sealed 
source from use and store, dispose, or 
cause it to be repaired in accordance 
with the requirements in parts 20 and 
30 of this chapter; and 

(2) File a report within 5 days of the 
leak test in accordance with § 35.3067. 

(f) A licensee need not perform a leak 
test on the following sources: 

(1) Sources containing only byprod-
uct material with a half-life of less 
than 30 days; 

(2) Sources containing only byprod-
uct material as a gas; 

(3) Sources containing 3.7 MBq (100 
µCi) or less of beta or gamma-emitting 
material or 0.37 MBq (10 µCi) or less of 
alpha-emitting material; 

(4) Seeds of iridium-192 encased in 
nylon ribbon; and 

(5) Sources stored and not being used. 
However, the licensee shall test each 
such source for leakage before any use 
or transfer unless it has been leak test-
ed within 6 months before the date of 
use or transfer. 

(g) A licensee in possession of sealed 
sources or brachytherapy sources, ex-
cept for gamma stereotactic 
radiosurgery sources, shall conduct a 
semi-annual physical inventory of all 
such sources in its possession. The li-
censee shall retain each inventory 
record in accordance with § 35.2067(b). 

§ 35.69 Labeling of vials and syringes. 

Each syringe and vial that contains 
unsealed byproduct material must be 
labeled to identify the radioactive 
drug. Each syringe shield and vial 
shield must also be labeled unless the 

label on the syringe or vial is visible 
when shielded. 

§ 35.70 Surveys of ambient radiation 
exposure rate. 

(a) In addition to the surveys re-
quired by Part 20 of this chapter, a li-
censee shall survey with a radiation de-
tection survey instrument at the end of 
each day of use. A licensee shall survey 
all areas where unsealed byproduct ma-
terial requiring a written directive was 
prepared for use or administered. 

(b) A licensee does not need to per-
form the surveys required by paragraph 
(a) of this section in an area(s) where 
patients or human research subjects 
are confined when they cannot be re-
leased under § 35.75. 

(c) A licensee shall retain a record of 
each survey in accordance with 
§ 35.2070. 

§ 35.75 Release of individuals con-
taining unsealed byproduct mate-
rial or implants containing byprod-
uct material. 

(a) A licensee may authorize the re-
lease from its control of any individual 
who has been administered unsealed 
byproduct material or implants con-
taining byproduct material if the total 
effective dose equivalent to any other 
individual from exposure to the re-
leased individual is not likely to ex-
ceed 5 mSv (0.5 rem). 1 

(b) A licensee shall provide the re-
leased individual, or the individual’s 
parent or guardian, with instructions, 
including written instructions, on ac-
tions recommended to maintain doses 
to other individuals as low as is reason-
ably achievable if the total effective 
dose equivalent to any other individual 
is likely to exceed 1 mSv (0.1 rem). If 
the total effective dose equivalent to a 
nursing infant or child could exceed 1 
mSv (0.1 rem) assuming there were no 
interruption of breast-feeding, the in-
structions must also include— 

(1) Guidance on the interruption or 
discontinuation of breast-feeding; and 
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